Mycobacterium fortuitum infection in a patient with a penile prosthesis. Case report.
A 47-year-old male with a Mentor penile prosthesis presented with purulent drainage eight months after implantation. In addition to other organisms, routine cultures from the implant site yielded Mycobacterium fortuitum, an association never reported previously in the literature. Infection resolved with removal of the implant and antibiotic therapy.